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Install the OptoACTIVE Control Console

Steps:

1. Place the Control Console in the Control Room
Bring the OptoACTIVE Console to your MRI Control Room and place it in a tabletop for ready
access during a scan by the MRI Technician. For the exact space requirements, click here.

The Console requires connection to a standard electrical outlet. In addition, it must be located
within 4.5 m of the EOU to enable attachment of the System’s data and control cables.

2. Connect the Control Console to the EOU
Connect the two RS-232 serial cables that connect the Console to their ports on the rear of
the EOU case.

1. Attach the 15-pin female connector to the analog port.
2. Attach the 9-pin female connector to the digital port.
3. Using a small screwdriver, tighten all screws to secure both connectors.
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3. Connect the Power Cable to the Console
Attach the 12V power connector to its plug on the back of the Console. Then connect the
plug at the other end of the cable to a standard AC electric power supply receptacle.

4. Switch on the Console
At the upper right of the Console back panel, toggle the POWER switch to the ON position.

NOTE: The Control Console power switch controls the operation of the entire
OptoACTIVE System.

You have completed the basic OptoACTIVE Console installation.

Congratulations! The OptoACTIVE System is now ready
to use.

To begin operation, see the System Operation chapter of our
online guide.
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